INTRODUCTION {#sec1-1}
============

Computed tomography (CT) is an important imaging technique for the diagnosis of soft- and hard-tissue lesions in the oral cavity and the head and neck region. However, the use of CT in dental procedures is limited due to its high costs, large size of the equipment and high radiation doses. Therefore, in recent years cone beam computed tomography (CBCT) has become a very important alternative diagnostic tool. It appears CBCT has a high potential in the diagnosis and treatment planning, especially in implant treatment, by providing three-dimensional images.\[[@ref1][@ref2][@ref3][@ref4]\]

If a mental is present in the area to be scanned, the images are prone to production of artifacts. Artifacts are the main cause of a decrease in image quality. In some, the artifacts render the image useless.\[[@ref4]\] Some of these artifacts are produced due to a phenomenon, referred to as beam hardening. When the X-ray beam travels through an object, the low-energy photons are absorbed more than the high-energy photons; the phenomenon is referred to as beam hardening. This phenomenon is produced by objects with a high density, including metallic restorations, dental implants, etc.\[[@ref4][@ref5][@ref6][@ref7]\] Since CT and CBCT use back-projection beams to produce three-dimensional images and image production principles are the same, these artifacts can be seen in the images of both imaging systems.\[[@ref4][@ref5]\]

Although, there are many techniques to reduce the number of these artifacts in CT technique,\[[@ref8][@ref9][@ref10][@ref11][@ref12][@ref13][@ref14]\] only a limited number of techniques have been introduced to counteract these artifacts in the CBCT technique.\[[@ref15][@ref16]\] In the clinic, decreasing the field of view, changing the position of patient head or separating dental arches in order to avoid scanning the areas susceptible to beam hardening have been recommended.\[[@ref5]\] It appears the type of the machine, too, is effective in producing artifacts, although, only a limited number of studies have been carried out in this respect.\[[@ref2][@ref3][@ref4]\]

Exposure conditions can have a great role in producing artifacts by influencing the energy of the photons; in this context, some studies have recommended imaging techniques with high kVp to decrease hardening of the beams.\[[@ref1][@ref4]\] Other factors that can have a role in beam hardening included the amount of rotation of the machine, the configuration of the X-ray beam and the type of the algorithm used for data processing.\[[@ref17][@ref18][@ref19]\]

A large number of studies have evaluated metallic artifacts in CT\[[@ref20][@ref21][@ref22][@ref23][@ref24]\] and CBCT;\[[@ref1][@ref4][@ref6][@ref15]\] however, the majority of these studies have been qualitative studies. Only a limited number of studies have quantitatively compared CT and CBCT machines,\[[@ref1][@ref17]\] necessitating further studies. The aim of the present study was to compare artifacts as a result of beam hardening during scanning procedures of dental implants using Somatom Sensation 64-slice CT and NewTom VGi cone beam CT scanners.

MATERIALS AND METHODS {#sec1-2}
=====================

Study design {#sec2-1}
------------

In this descriptive study, a dry human skull was used. Since the aim of the present study was to evaluate artifacts produced by beam hardening in dental implants without interference of any other materials, an implant drilling model (Nissian, Kyoto, Japan), which is completely similar to a human mandible, was used instead of human mandible \[[Figure 1](#F1){ref-type="fig"}\]. This model has a spongy structure like human mandible, except that it does not produce any images during scanning under different conditions and has no effect on beam hardening.\[[@ref17]\]

![The implant drilling model used in the present study](DRJ-10-376-g001){#F1}

Dentis implant system (Dentis, Daegu, Korea) was used to evaluate artifacts. Two implants were placed in the canine area, two in the second premolar area and two in the second molar area \[[Figure 2](#F2){ref-type="fig"}\]. The implants measured 12 mm in length and 4.3 mm in diameter. On the whole, 3 series of scans (canine, premolar and molar) were provided using NewTom VGi Cone Beam CT (QR SRL Company, Verona, Italy) and Somatom Sensation 64-slice CT (Siemens, Germany) scanners. Gutta-percha was used as a marker to determine axial and coronal section locations. In each implant site identical sections were selected from axial and coronal sections.

![The implants placed in the canine, premolar and molar areas](DRJ-10-376-g002){#F2}

CBCT scans {#sec2-2}
----------

The examination with NewTom VGi was performed at 4.71 mA and 110 kVp, with a scan time of 3.6 s. Spatial resolution of primary image data reconstruction was 0.127 mm × 0.127 mm in the axial plane with 1-mm slice thickness. Primary and secondary reconstructions were performed with NNT viewer software version 2.21 (Quantitative Radiology, Verona, Italy). The sagittal images were based on multi-planner reconstruction.

64-slice CT scans {#sec2-3}
-----------------

Scans were performed with a Somatom Sensation 64-slice CT at 120 Kvp and 104 mAs and a rotation time of 0.33 s. The matrix size was 512 × 512 pixels and the field of view was 174 mm × 174 mm, resulting in a pixel size of 0.39 mm. The slice thickness was 1 mm. Image analysis of the axial and coronal cross-sections was performed with eFilm Worksation Software version 2.1 (eFilm Medical Inc., Toronto, Canada). The sagittal image was based on multi-planner reconstruction.

Image quality assessment {#sec2-4}
------------------------

Two equal sets of images from the cone beam and the 64-slice CT scanner were evaluated by three independent observers, who were oral and maxillofacial radiologists each with more than 4 years of experience in the analysis of CBCT and CT scans. Images as demonstrated in [Figure 3](#F3){ref-type="fig"}, which includes axial and coronal displays, were presented to the observers.

![Somatom Sensation 64-Slice computed tomography images (Axial and Coronal; Molar region: A-Canine region:C), NewTom VGI CBCT images (Axial and Coronal ; Molar region: B-Canine region:D)](DRJ-10-376-g003){#F3}

The images were evaluated on a 17-inch monitor (cathode ray tube) of a desk-top computer. The evaluation was carried out in a windowless room under mild lighting conditions. A standardized rating was used for this evaluation \[[Table 1](#T1){ref-type="table"}\].\[[@ref17]\]

###### 

The image quality assessment evaluation rating

![](DRJ-10-376-g004)

Statistical analysis {#sec2-5}
--------------------

Kruskal-Wallis test was used to compare the means; Mann-Whitney U test was used for two-by-two comparisons when there were statistically significant differences, using SPSS 16 statistical software. Statistical significance was defined at *P* \< 0.05.

RESULTS {#sec1-3}
=======

Three series of scans (canine, premolar and molar) were provided by two scanners in the present study. In the axial cross-sections the means of image resolutions were 4.43 and 4.32 with NewTom VGi and Somatom Sensation scanners, respectively, with no statistically significant differences in the image resolutions between the two scanners (*P* = 0.299) \[[Table 2](#T2){ref-type="table"}\]. In the coronal cross-sections the means of image resolutions were 4.55 and 3.92 with NewTom VGi and Somatom Sensation scanners, respectively. Mann-Whitney U test revealed statistically significant differences in the resolutions between the two scanners (*P* \< 0.0001), with higher resolution in the images provided by NewTom VGi scanners \[[Table 2](#T2){ref-type="table"}\].

###### 

The resolutions of the images in the axial, coronal and both sections of NewTom VGi (N) and Somatom Sensation 64-slice computed tomography (S) scanners\*

![](DRJ-10-376-g005)

The overall image resolution means in the two cross-sections were 4.49 and 4.12 in the NewTom VGI and Somatom Sensation scanners, respectively, with significant differences between the two scanners (*P* \< 0.0001); NewTom VGi scanner images had higher resolution \[[Table 2](#T2){ref-type="table"}\].

In addition, Kruskal-Wallis test was used to compare image resolution between the canine, premolar and molar areas, the axial and coronal cross-sections in the two scanners. With the NewTom VGi scanners in the axial cross-sections, image resolutions were similar in all the three canine, premolar and molar areas. In the coronal cross-sections, image resolutions in the three areas revealed statistically significant differences, with significantly less image resolution in the canine area compared to the other two areas \[[Table 3](#T3){ref-type="table"}\].

###### 

Comparison of image resolutions between the three canine, premolar and molar scans in the axial and coronal sections of NewTom VGI cone beam computed tomography scanner

![](DRJ-10-376-g006)

With the Somatom Sensation scanner, in the axial sections image resolutions exhibited statistically significant differences between the three areas under study, with the canine area exhibiting significantly less image resolution compared to the other two areas. There were no significant differences in image resolutions between the three areas under study in the coronal cross-sections \[[Table 4](#T4){ref-type="table"}\].

###### 

Comparison of image resolutions between the three canine, premolar and molar scans in the axial and coronal sections of Somatom Sensation 64-slice computed tomography scanner

![](DRJ-10-376-g007)

DISCUSSION {#sec1-4}
==========

At present three-dimensional imaging systems (CT and CBCT) are highly valuable in the diagnosis and treatment planning for dental and medical procedures in the head and neck region. Therefore, it is necessary to request the best-quality images for treatment planning.\[[@ref5][@ref7]\] The long-term use of metallic restorations in dentistry necessitates attention to the artifacts produced by these restorations in the oral cavity when three-dimensional imaging systems are used. The issue becomes more important when the patient has extensive prostheses, amalgam restorations or implants in the oral cavity. The artifacts produced by metallic objects are the result of beam hardening phenomenon which takes place in all the CT and CBCT imaging systems.\[[@ref4][@ref5][@ref6][@ref7]\] Evaluation of these artifacts and comparison of various imaging systems in this respect are necessary because in some cases these artifacts are so severe that they decrease the image quality or they even distort the images.\[[@ref5][@ref6][@ref7]\]

Schulz *et al*.\[[@ref18]\] evaluated the image qualities of NewTom 900 and Siemens Siremobil scanners in a dry skull and reported no artifacts as a result of beam hardening, which was attributed to the fact that no metallic structures were used in the study. In the present study, different amounts of metallic artifacts were observed due to the use of titanium implants in both scanners under study.

Chindasombatjareon *et al*.\[[@ref1]\] evaluated the metallic artifacts produced by dental metals with the use of Light Speed QX/I (Multi Slice Computed Tomography \[MDCT\]) and Alpha Vega 3030 scanners (Cardiac Computed Tomography \[CCT\]). Cubes of aluminum, titanium, chromium-cobalt and Type IV gold alloy were scanned by the two scanners and the images were evaluated and compared by Image J software. The results showed fewer artifacts with CBCT scanners compared to MDCT scanners under identical conditions. In addition, increase in kVp in both scanners resulted in a decrease in artifacts. However, an increase in tube electric current had no effect on artifacts. An increase in kVp resulted in a decrease in beam hardening by influencing the energy of the photons. The results of the present study revealed a very high-resolution of the images produced by NewTom VGi and Somatom Sensation, which might be attributed to the high kVp in these two scanners. In addition, the amount of artifacts with NewTom VGi was less than that with Somatom Sensation, consistent with the results of the above-mentioned study. The dental implants used in the present study, similar to titanium blocks in the above-mentioned study, produced severe metallic artifacts.

Schulze *et al*.\[[@ref4]\] evaluated the artifacts produced by dental implants with the use of Accuitomo and 3D Exam CBCT scanners by studying the geometric and physical parameters effective on data collected from scans for the reconstruction of three-dimensional images. The results showed a great amount of artifacts produced by titanium implants under standard conditions. Furthermore, the results showed that scanning under high kVp conditions reduces the amount of artifacts. In the present study, NewTom VGi and Somatom Sensation scanners produced less artifacts due to high kVp.

Draenert *et al*.\[[@ref17]\] compared the artifacts of dental implants with the use of NewTom 9000 (CBCT) and Philips M × 8000 (4-row MDCT). The axial and coronal images of implants in the canine and molar areas of the maxilla were compared in a model of skull made from saw bone material. The results showed much less artifacts with MDCT in comparison to CBCT, with the image of the implant in MDCT correctly produced in all the axial and coronal cross-sections in comparison to the main implant. Only 16% of the implants in MDCT had artifacts while the images of CBCT had no artifacts in less than 25% of cases. In addition, the results showed that there were more artifacts in the canine area compared to the molar area.

In the present study NewTom VGi scanner was used, which is more advanced and newer with a higher kVp in comparison with the scanner used in a study by Draenert.\[[@ref17]\] Fewer artifacts with NewTom VGi in comparison with NewTom 9000 might be attributed to higher kVp. Somatom Sensation exhibited some artifacts, which is consistent with the results reported by Draenert. The quality of the images produced by MDCT scanner in the present study were lower than those of CBCT, contrary to the results reported by Draenert,\[[@ref17]\] which might be attributed to higher spatial resolution of CBCT compared to CT and the higher kVp of the CBCT scanner used in the present study.

In the present study, there were fewer artifacts with NewTom VGi in the axial sections and with Somatom Sensation in the coronal sections in the canine area compared to the molar and premolar areas, consistent with the results of the above-mentioned study, which might be attributed to the position of the canine because in the canine area the teeth are located in a more circumferential manner. In addition, Draenert\[[@ref17]\] recommended another study with kVps higher than 90 with the CBCT scanner in order to reduce the amount of artifacts. In the present study, scanning with a kVp higher than 110 with the NewTom VGi scanner significantly decreased the amount of artifacts, confirming the accuracy of findings reported by Draenert.\[[@ref17]\]

It is recommended that the effect of different exposure conditions (kVp and mAs) on the amount of artifacts be evaluated in future studies. In addition, it is recommended that different kinds of CBCT scanners be evaluated.

CONCLUSION {#sec1-5}
==========

Generally NewTom VGi scanner produced images with higher resolutions. However, the resolution of the images produced by Somatom Sensation 64-slice CT scanner in axial sections was similar to that of NewTom VGi.

Given the higher resolution of the images produced by NewTom VGi scanner and its lower doses and costs compared to CT scanner, it appears the images produced by this scanner have high diagnostic values, the importance of which is highlighted when this scanner is used to produce images from patients with extensive restorations, multiple prostheses or previous implant treatments.
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